White Mountain Imaging

Service Bulletin

TO: WMI Authorized Dealers
FROM: White Mountain Imaging, Technical Support
DATE: 04.24.2012

SUBJECT: Add Additional Nodes to Osirix

Product: Osirix
Symptom: Add Additional Node to Osirix

Resolution:

1. They can do this by going to Preferences, Locations and click on “Add New Node”
2. They can then enter the following information:

a. [P address of node

b. AE Title of node

¢. Port Number of node

d. Be sure to check the Q&R and Send boxes
3. Make sure they save changes and “click the lock to prevent further changes’
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DICOM Modes for DICOM Query /Retrieve and DICOM Send

| Send | Description i'i'fansfer Syntax e |
ol g This is an example Explicit Little Endian =

( Save as... ) ( Load from... )
{Red: ping failad, Orange: C-Echo failed, Black: succeedad)
[C] Automatically sync the DICOM Nodes list from this URL:  http://list.dicom.dem /DICOMMeodes. plist

"] Verify DICOM nodes with a *Ping” test (can fail on some networks)
™ Search for other DICOM Nodes over the network through Bonjour protocol
["] Don't authorize auto-retrieve in the Query & Retrieve window

Character Set Encoding for Query/ Retrieve: [ Western European: ISO_IR 100 W‘

_Network - OsiriX Databases with Fixed Addresses (tcp/ip port 8780):

| Address Deseription ——————af
( Save as... ) ( Load from... ) ( Add new server )
] Automatically sync the OsiriX DB list from this URL: http:{/list.dicom.dem /OsiriXDB.plist

Local - OsiriX Databases files / folder:
“Local Pat :Des(rlptmn

"] Turn Off Bonjour searching protocol - Do not search for Bonjour nodes € Add a local path Y

i
.L II| Click the lock to prevent further changes.




